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Federal Communications Commission § 95.607

Implants Communication Service
(MICS)-subpart I.

[61 FR 46566, Sept. 4, 1996, as amended at 63
FR 36610, July 7, 1998; 64 FR 69929, Dec. 15,
1999; 65 FR 44008, July 17, 2000]

EFFECTIVE DATE NOTE: At 65 FR 44008, July
17, 2000, in § 95.601, the last sentence was re-
vised, effective Oct. 16, 2000. For the conven-
ience of the reader, the superseded text is set
forth below:

§ 95.601 Basis and purpose.
* * * The Personal Radio Services are the

GMRS (General Mobile Radio Service)—sub-
part A, the Family Radio Service (FRS)—
subpart B, the R/C (Radio Control Radio
Service)—subpart C, the CB (Citizens Band
Radio Service)—subpart D, the Low Power
Radio Service (LPRS)—subpart G, and the
Medical Implant Communications Service
(MICS)—subpart I.

§ 95.603 Certification required.
(a) Each GMRS transmitter (a trans-

mitter that operates or is intended to
operate at a station authorized in the
GMRS) must be certificated.

(b) Each R/C transmitter (a trans-
mitter that operates or is intended to
operate at a station authorized in the
R/C) must be certificated, except one
that transmits only in the 26–27 MHz
frequency band and is crystal controlled
(where the transmitted frequency is es-
tablished by a crystal (a quartz piezo-
electric element)).

(c) Each CB transmitter (a transmitter
that operates or is intended to operate
at a station authorized in the CB) must
be certificated. No CB transmitter cer-
tificated pursuant to an application
filed prior to September 10, 1976, shall
be manufactured or marketed.

(d) Each FRS unit (a transmitter
that operates or is intended to operate
in the FRS) must be certified for use in
the FRS in accordance with Subpart J
of Part 2 of this chapter.

(e) Each Low Power Radio Service
transmitter (a transmitter that oper-
ates or is intended to operate in the
LPRS) must be certificated.

(f) Each Medical Implant Commu-
nications Service transmitter (a
transmittethat operates or is intended
to operate in the MICS) must be cer-
tificated except for medical implant
transmitters that are not marketed for
use in the United States, but which
otherwise comply with the MICS tech-

nical requirements and are operated in
the United States by individuals who
have traveled to the United States
from abroad. Medical implant trans-
mitters (as defined in appendix 1 to
subpart E of part 95 of this chapter) are
subject to the radiofrequency radiation
exposure requirements specified in
§§ 1.1307 and 2.1093 of this chapter, as
appropriate. Applications for equip-
ment authorization of devices oper-
ating under this section must contain a
finite difference time domain (FDTD)
computational modeling report show-
ing compliance with these provisions
for fundamental emissions. The Com-
mission retains the discretion to re-
quest the submission of specific absorp-
tion rate measurement data.

[53 FR 36789, Sept. 22, 1988, as amended at 61
FR 28769, June 6, 1996; 61 FR 46567, Sept. 4,
1996; 63 FR 36610, July 7, 1998; 64 FR 69929,
Dec. 15, 1999]

§ 95.605 Certification procedures.
Any entity may request certification

for its transmitter when the trans-
mitter is used in the GMRS, R/C, CB,
IVDS, LPRS, or MICS following the
procedures in part 2 of this chapter.
Medical implant transmitters shall be
tested for emissions and EIRP limit
compliance while enclosed in a medium
that simulates human body tissue in
accordance with the procedures in
§ 95.639(g). Frequency stability testing
for MICS transmitters shall be per-
formed over the temperature range set
forth in § 95.628.

[63 FR 36610, July 7, 1998, as amended at 64
FR 69930, Dec. 15, 1999]

§ 95.607 CB transmitter modification.
Only the holder of the grant of au-

thorization of the particular certifi-
cated CB transmitter may make the
modifications permitted under the pro-
visions for certification (see part 2 of
this chapter.) No grantee shall make
any of the following modifications to
the transmitter without prior written
permission from the FCC (Federal
Communications Commission):

(a) The addition of any accessory or
device not specified in the application
for certification and authorized by the
FCC in granting the certification;

(b) The addition of any switch, con-
trol or external connection;
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